CAP Validated: ES-2009-03-19-1

CAP Description: As-Is - Calibration records missing supervisor signature
Responsible person: Don Cossairt

Person Validating: John Martzel

Validation Plan: Spot check recent calibration records for supervisor signatures

Validation results: Spot checked four calibration records from 5/11 — 12/11. All had supervisor
signatures

Date Validated: 1/4/12

Findings: None

Signature: M ﬁ/M/ Date:__1/4/2012
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